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1. INTRODUCTION 


Liquid-fueled rocket motors depend on turbopumps to deliver fuel and oxygen to the combustion 
chamber at a very high but finely controlled mass flow rate. The bearings in certain types of 
turbopumps are lubricated and cooled by the flow of liquid oxygen through the bearing assembly. 
The bearings on the turbopump shaft are open cage ball bearings of specially selected alloys 
designed to meet the load requirements of turbopump service at speeds of up to 35,000 rpm. 

If the surface of a bearing ball or race is subjected to excess wear, the stresses on the bearing 
become irregular and the lubricating film of oxygen cannot support the uneven load. Deteriora- 
tion of the bearing begins when the lubricating film breaks down. The heat of Motion 
increases, stress irregularities increase, damage to the bearing becomes more severe, and the 
increase in Motional heat continues until the kindling temperature of the metal is reached. 
The turbopump is then consumed by fire. Therefore, integrity of the turbopump bearings is 
very important to the operation of a liquid-fueled rocket motor. 

To ensure the integrity and reliability of turbopump bearings, the alloys and surface treatments 
used in the turbopump bearings are tested for durability under simulated rocket motor service 
on the bearing materials tester (BMT) at Marshall Space Flight Center (MSFC). However, 
further assurance of bearing integrity and reliability could be realized by continuously monitor- 
ing the turbopump bearings on a rocket motor to detect and record any changes in surface 
condition that may indicate the onset of bearing failure. 

A three-phase research program was initiated by NASA in 1983 to investigate the use of acous- 
tic monitoring techniques to detect incipient failure in turbopump bearings. Two prototype 
acoustic coupler probes were designed and evaluated, and four units of the final probe design 
were fabricated and delivered to MSFC. Success in this program could lead to development of 
an on-board monitor which could detect bearing damage in flight and reduce or eliminate the 
need for disassembly after each flight 

This final report reviews the accomplishments of the first two phases and presents the results 
of fabrication and testing completed in the final phase of the research program. 
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2. TECHNICAL DISCUSSION 


The acoustic coupler probe (ACP) was designed to monitor the average noise level from the 
bearing halls in rolling contact with the outer race. The probe contacts the bearing race on 
the outer radius. The point of the probe in contact with the bearing race couples the sound 
to a piezoelectric element The piezoelectric element has a primary free resonance at about 
640 kHz due to cross coupling in the element between the radial and the thickness vibration 
modes. This cross coupling is strong because the thiekness-to-diameter ratio is near 1. 

The output of the probe is conditioned in a preamplifier to remove frequencies below 200 kHz 
and match the high sensor impedance* to a 50-93 ohm coaxial cable. The preamplifier is battery 
powered in the prototype configuration to provide isolation from power supply noise and elimi- 
nate the possibility of a ground loop between the sensor and the preamplifier power supply. 
The preamplifier drives up to 1500 feet of coaxial cable. The cable must be properly terminated 
at the data acquisition station. 

The system is designed to use low frequency variation of the RMS voltage output of the pre- 
amplifier as the primary analysis parameter. Trends in the RMS output are correlated with 
the hearing condition at a given coolant flow and rate of rotation of the bearings. With all 
four bearings of the BMT instrumented, direct comparison from hearing to hearing will increase 
the sensitivity to detection of bearing wear or surface deterioration. 

The acoustic response of the probe over the frequency range of 200-800 kHz is used to monitor 
the bearing noise. The total noise monitored includes the noise generated by high velocity 
coolant (liquid nitrogen) flow through the open cage of the bearing. This flow noise usually 
includes high-level turbulence and may include cavitation under extreme conditions. Cavitation 
noise is particularly intense and rich in the same frequencies as the expected noise from bearing 
damage. This may be due to the fact that the collapse of cavitation hubbies near the metal 
surface can cause fracture and erosion of the metal. In any event, the bubble collapse is a 
sharp impulse of pressure sufficient to produce yield or fracture in the steel. 

The technical accomplishments of the first two phases of this program are detailed in Appen- 
dices 1 and 2. A very brief summary is given here. 

2.1 Prototypes and Tests at MSFC 

The first phase of the research program was directed toward the development of an 
acoustic probe to monitor the performance of liquid oxygen (LOX) cooled and lubricated bearings 
which were being evaluated by MSFC on the BMT. 

2.1.1 BMT Configuration 

Bearing performance could be monitored by the acoustic probe if other noise 
sources could be screened out The high velocity flow of the LOX around the bearing balls 
and the mechanical noise from the BMT drive system were the primary sources of interfering 
noise. During Phase I, an acoustic probe was developed for access through a special port in 
the BMT to make acoustic contact with the edge of the outer bearing race on the number 1 
bearing. This design was judged to be unsafe because the severe turbulence of the LOX flow 
around the probe could cause the probe to vibrate and possibly break off, damaging the bear- 
ings. Details of Phase I accomplishments are included in Appendix A. 
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212 Test Results 


An alternative acoustic coupler probe (ACP) design was developed and evaluated 
on the BMT in Phase II of the research program. For this design, access to the hearing race 
surface was through existing instrument ports which were shielded from the LOX flow. Figure 1 
illustrates the installation of the ACP on the BMT. 

The ACP prototype was evaluated on hearing number 3 during hearing tests on 
the liquid nitrogen BMT. Figure 1(a) shows the BMT prior to a test run with the ACP installed 
in port number 29. The BMT is extensively instrumented, making it difficult to distinguish the 
ACP from other sensor probes mounted on the BMT body. Figure 1(b) is an enlargement of the 
section of the BMT around the ACP. The ACP is indicated by a pointer on the picture. 

The BMT tests showed that the level of RMS noise from the probe during initial 
run-up to maximum flow of liquid nitrogen and hearing rotation of 30,000 rpm was less than 1 
millivolt RMS at the sensor. This measured level of noise was a factor of 50 below limit of 
linear dynamic range of the preamplifier, and the variation of the flow/rotation noise level was 
sufficiently low that it would he possible to detect a sustained increase above the initial back- 
ground level of as little as 20 microvolts RMS. This means that the sensitivity to bearing 
damage noise is adequate to detect an increase in roughness due to wear during the test The 
results of monitoring bearing tests on the BMT showed that the background noise due to LOX 
flow and the drive mechanism could be suppressed sufficiently to detect a small change in the 
noise contribution due to bearing surface noise. A detailed report of the accomplishments of 
Phase II may be found in Appendix B. The following sections address the design review, probe 
fabrication, and laboratory testing of a set of four ACP units based on the prototype design 
tested in Phase n. 

22 Fabrication of Four ACPs 

The final phase of the research program addressed the fabrication and testing of four 
additional ACPs which could be used to monitor all four bearings of the BMT. Monitoring all 
four bearings simultaneously would enhance the sensitivity for bearing damage detection by 
bearing-to-bearing comparison of noise signatures. This section reviews the design and assembly 
of the ACP. 

22.1 Design Review 

The ACP was designed to fit into the ball pass or thermocouple ports on the 
liquid nitrogen version of the BMT (materials used in probes are not rated for liquid oxygen). 
The performance of the prototype ACP during testing on the BMT was satisfactory. Inspection 
of the disassembled ACP indicated no damage to internal components. Design review resulted 
in selection of the prototype design for fabrication of a complete set of ACPs for further 
testing on the BMT. 

222 ACP Assembly 

The ACP is shown in cross section in Figure 2. Acoustic pressure waves from 
the bearing are coupled by the rod through the anvil to the piezoelectric sensing element. The 
piezoelectric sensing element converts the pressure wave to an alternating electrical voltage. 
The voltage is coupled to the coaxial cable connector at the top of the assembly through the 
compliance/force spring and the rod through the packing gland. The electrical circuit is com- 
pleted through the anvil and the coupler rod to the body of the assembly by means of a conical 
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b. ACP Mounted on BMT 
Figure 1. Acoustic Coupler Probe Mounted on BMT 
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Connector 



Figure 2. Cross Section of Acoustic Coupler Probe 
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spring located where the coupler rod enters the body of the assembly. Acoustic isolation and 
electrical insulation of the piezoelectric sensing element from the body of the assembly is 
provided by the teflon anvil guide tube. 

21 13 ACP Installation 

Installation of the probe on the BMT requires that the depth of the port be 
measured. It is necessary to adjust the spring pressure on the tip of the coupler rod against 
the bearing outer race to obtain a contact force of 2 to 5 pounds. The contact force depends 
on compression of the spring above the piezoelectric element The spring compression can be 
adjusted when the packing gland is not sealed by turning the rear nut on the coaxial cable 
connector after loosening the lock nut When proper compression of the spring is achieved, 
the lock nut on the coaxial cable connector is tightened, and the packing gland is sealed by 
tightening the cap to the body. 

2.3 Functional Tests at SwRI 

Three types of functional tests were conducted to characterize the ACP preamplifier 
units. First the gain-phase response of the preamplifiers was characterized. Second, the 
acoustic couplers were evaluated under two specific conditions of damping on the coupler rod. 
Third, the effect of damping on the piezoelectric element was evaluated. The signal source 
used for characterization of the ACP units is described below. 

23.1 Acoustic Signal Source 

The pencil lead break signal is a standard source for acoustic emission sensor 
and systems testing. This standard source was developed by the National Bureau of Standards 
and adopted by ASTM (E976-84). The pencil lead, extended 1 mm from the pencil tip and held 
at an angle of 45 degrees to the test surface, is used to apply a gradually increasing stress 
normal to a test surface. The bending load thus applied to the extended pencil lead suddenly 
fractures the pencil lead, releases the load on the test surface, and produces an elastic wave in 
the test piece. A pencil lead (0.5 mm, 2H) break was the broad band impulsive signal source 
used for the spectral characterization of each acoustic coupler. 

232 Test Setup 

The functional tests on the ACP units were carried out using the instrumentation 
setup shown in Figure 3. The gain phase characterization of the preamplifiers was performed 
on a Hewlett-Packard HP-4194 Gain/Phase analyzer. 

233 Preamplifier Tests 

The preamplifier used with the ACP is a standard SwRI-developed acoustic emis- 
sion preamplifier modified to operate on external batteiy power at a gain of 22 dB into 50-ohm 
termination. The gain/phase response of five preamplifiers is shown in Figure 4. The pre- 
amplifier design includes a high pass filter with a sharp cut-off at 200 kHz to reduce the ACP 
response to lower frequency mechanical and fluid turbulence noise. The gain plots show that 
the preamplifiers are not band limited below 5 MHz, and the phase plots indicate that the 
high pass filter introduces a phase rotation in the cut-off region, but the phase shift varies 
slowly through the amplifier in the pass band. Further data on the preamplifier performance 
including gain, maximum input/output voltage, and input impedance are listed in Table 1. 
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Figure 3. Block Diagram of Test Setup for Functional Tests of 
ACP-preamplifier Units 
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Table 1 


PREAMPLIFIER PERFORMANCE DATA 


f- 500 kHz 


Serial No. 

Input 

(millivolts 

peak-to-peak) 

Output 

(volts 

peak-to-peak 

Gain/^out 
\ v in 

54A 

148 

4.69 

31.6 

134A 

146 

4.58 

31.0 

50 

(unit returned 
from MFSC) 

135 

4.59 

34.0 

57A 

138 

4.61 

33.4 

113 

141 

4.51 

31.9 


NOTE: Input is adjusted until output just begins to dip; then output is measured. 
All readings are with no load. 


2.3.4 ACP Tests 

The ACP design subjects the coupler rod and the piezoelectric element to wetting 
by the liquid nitrogen or LOX in the BMT chamber. Wetting of the coupler rod and the piezo- 
electric element could change the sensitivity of the ACP due to acoustic damping. Two types 
of tests were conducted to evaluate the effects of damping the couplant rod and the piezo- 
electric element on the sensitivity and the spectral response of the ACP. One test series was 
designed to evaluate the effects of damping on the acoustic coupler rod, and the second test 
series was designed to determine the effect of damping material applied to the back surface of 
the piezoelectric element Both series of tests were analyzed by comparison to the response 
of the ACP in normal configuration as indicated by the performance data listed in Table 2. 
Table 2 documents the input impedance, center frequency, bandwidth, and sensitivity in terms of 
response to a standard lead break signal. 

The results of the coupler rod damping test series are shown in Figure 5. In 
Figure 5(a), the coupler rod was dean and diy in order to minimize the damping of acoustic 
waves at the rod surface. In Figure 5(b), the rod surface was coated with DC-4 silicone 
compound in order to maximize the coupling of the rod surface to the teflon guide tube. Some 
variation in the maximum amplitude between damped and undamped rods was evident. The 
sensitivity with damping tended to be higher than the sensitivity without damping. Damping 
tended to reduce the lower frequendes in the 200- to 400-kHz range and enhance the frequen- 
ces above 400 kHz. 
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Figure 5. Spectral Amplitude Response of Five ACPs Showing Effect of Damping on Coupler Rod 
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Table 2 


ACP PERFORMANCE DATA 


Load-Break 


ACP No. 

Output 

Impedance 

(k-ohm) 

Bandwidth 
(±10 dB) 

Center 

Frequency 

(kHz) 

Peak-to-Peak 

Amplitude 

(millivolt) 

0 

16 

820 

566 

3.2 

1 

15.7 

700 

508 

5 

2 

16.1 

546 

430 

12 

3 

15.9 

469 

390 

3.9 

4 

14.5 

664 

527 

5.1 


Effects of damping on the piezoelectric element were evaluated by insertion of 
DC-4 compound into the probe against the back of the piezoelectric element Comparison of 
the damped and undamped piezoelectric elements is shown in Figures 6(a) and 6(b). The effect 
of the damping is measurable but not detrimental to the function of the ACP. The evaluation 
of damping effects indicates that wetting of the rod and the piezoelectric element do not 
seriously change the sensitivity or spectral response of the assembly. The wetting condition 
would begin as the BMT is cooled down to operating temperature, and the condition would 
persist throughout the test 

2.4 Calibration of ACP Units 

The five ACPs were calibrated using the test setup detailed in Figure 3. The lead break 
acoustic source was used to excite the ACP through a test block. The ACP coupler rod tip 
was compressed into the housing by 0.1 inch to produce adequate coupling pressure. The 
waveforms were recorded on a transient recorder, digitized, and analyzed by a fast Fourier 
transform to obtain the spectral response of each probe. Figure 7 documents the spectral 
response and the waveform sample used for calibration of each ACP. Table 2 contains a sum- 
mary of the performance data on each ACP. This calibration test or other performance meas- 
urement procedure should be repeated at 6-month intervals to assure continued performance of 
the ACP units. 
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3. CONCLUSIONS AND RECOMMENDATIONS 


The development of an acoustic coupler probe for monitoring the change in bearing noise due 
to wear or bearing damage was completed. Tests on the Bearing Materials Tester at MSFC 
showed that the dynamic range and the sensitivity of the ACP were sufficient to detect changes 
in the bearing noise during full flow at maximum rotational speed of the BMT. Four production 
units and a spare were delivered to MSFC, and instrumentation staff were instructed in proce- 
dures for installation and checkout of the ACPs. 

It is recommended that the ACP units be used on the BMT to acquire data from several types 
of bearing materials under varying loads and conditions of damage to the bearing ball and race. 
It is further recommended that the ACP design should be upgraded for on-board monitoring of 
bearings in turbopumps during earth-to-orbit flights. 
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EXECUTIVE SUMMARY 


In January 1983, this project was initiated with the objective to develop 
conceptual designs for one or more mechanisms capable of coupling acoustic 
intelligence from bearings in the National Aeronautics and Space Adminis- 
tration (NASA) “bearing materials tester" (BMT) to an externally mounted 
acoustic emission sensor. 

This project was Phase I of a program directed to the larger problem of 
developing a device to detect incipient bearing failure in the BMT- Bear- 
ing failure in the liquid oxygen environment of the BMT can have cata- 
strophic results. 

Southwest Research Institute (SwRI) suggested three designs for the acous- 
tic coupler for the BMT. The first design, called the hooked acoustic 
coupler waveguide, was developed to meet the specifications of the Request 
for Procurement. The acoustic coupler entered the BMT housing through a 
designated port, negotiated a 10-degree offset, and then the hooked end of 
the coupler contacted the side of the outer race of bearing number 4. Two 
alternative designs were suggested: mounting of a sensor on the outside 

of the BMT housing; and installation of a straight acoustic coupler in 
either a ball pass counter port or a thermocouple port . 

Evaluation of the hooked design by NASA engineering showed that severe 
vibration of the hooked coupler would be caused by coolant flow turbulence 
in the cavity where the acoustic coupler contacted the side of the bearing 
race. Analysis of the housing-mounted sensor configuration showed that 
the sensor would be exposed to extraneous noises which would mask the low- 
level noise from bearing damage. Therefore, the straight acoustic coupler 
design was selected by NASA engineering. 

This report describes the development and analysis of the acoustic coupler 
designs and recommends an instrumentation system for use with the straight 
acoustic coupler design to monitor bearing noise on the BMT. 
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1 . INTRODUCTION 


Acoustic surveillance of rotating element bearings goes back to the time 
when man first learned that if he stopped and greased the squeaking wheel 
on his wagon, the axle and the hub would not catch fire. The problems now 
being experienced with rocket engine turbopump bearings have taken us full 
circle. Now it is the liquid oxygen that ignites the exotic steels in the 
turbopump bearings when a bearing begins to fail. There is little resem- 
blance between the exotic device illustrated in Figure 1 and the hub of a 
wheel on a prairie schooner, but the problem is the same. Friction 
produces heat, and heat in the presence of fuel and oxygen causes fire. 

The purpose of this project is to develop a method to hear the squeaking 
of the wheel before the bearing begins to burn. 

This project is Phase I of a program aimed at development of a method of 
detecting incipient failure in the bearings of the NASA bearing materials 
tester (BMT) with sufficient warning to shut down the BMT and prevent a 
catastrophic failure due to ignition of the steel in the bearings by com- 
bination with the liquid oxygen. The BMT is a facility which tests new 
materials and new bearing designs for the bearings of turbopumps which are 
used to supply liquid oxygen and fuel to rocket engines. The turbopumps 
and the bearing materials tester use liquid oxygen as both a lubricant and 
a coolant for the bearings. In order to provide cooling and lubrication, 
the liquid oxygen is pumped through the bearing assemblies at a pressure 
of 500 psi. This environment provides severe operating conditions for the 
bearings as well as for acoustic surveillance of the bearings. 

The specific objective of Phase I was to develop design concepts for 
mechanisms capable of coupling the acoustic noise from the bearings in the 
BMT to an externally mounted acoustic sensor. Figure 2, a cross-sectional 
view of the BMT, shows the location of the shaft and the bearings and 
illustrates the problem of access to the bearing race through the housing 
and the bearing carrier. 

Phase I specifically addressed the problem of developing an acoustic 
coupler for the 57-mm bearing test facility using an access port located 
adjacent to the number 4 bearing. The channel from the access port to the 
outer race of the number 4 bearing was narrow and angled from the access 
port into the bearing. This required the design of an acoustic waveguide 
which had a bend and then a sharp hook at the end of it, as illustrated in 
Figure 3 . 

Since the overall objective of this project is to detect the incipient 
failure of the bearing in the BMT with sufficient early warning that the 
BMT can be shut down before the liquid oxygen and the steel of the heated 
bearings ignite, it is important that the detection device be sensitive to 
very small amounts of damage in the bearing; that is, low-level noise must 
be detected. One inherent problem is that noise from sources such as 
turbulent flow of the liquid oxygen and possible cavitation of the liquid 
oxygen could mask the low-level signals. A secondary problem is with the 
designated access port. It was necessary for the acoustic waveguide to 
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the Ceorge C. Marshall Space Flight Center in Huntsville, Alabama. This 
photograph shows the liquid oxygen manifolds at the top of the fixture 
and coming out from the right side of the fixture, as well as the many 
instrumentation lines which lead into the cylinder of the bearing tester. 



Figure 2. A Cross-Sectional View of the Bearing 
Materials Tester Showing the Shaft and the 
Location of the Four Bearings and Their Carriers. 



Figure 3. The Hooked Acoustic Coupler. The coupler is 
shown installed in the bearing materials tester. The 
small end of the coupler is in contact with the outer 
race of the number 4 bearing. This sketch shows the 
direction in which the coupler enters the housing and 
angles through the access channel to the number 4 
bearing. 


pass through the stream of oxygen flow, unshielded, on its way from the 
outer housing of the BMT to contact the race of the number 4 bearing. 

This exposure to the flow of the liquid oxygen and, in particular, the 
turbulence in the area could lead to vibrations and perhaps even 3 if toff 
of the contact point of the acoustic coupler, which would interfere with 
the detection of noise from the bearing. 

This report discusses the acoustic waveguide design concept and describes 
the development and evaluation of the acoustic coupler design concepts 
used in this program. Recommendations are given for an instrumentation 
system to be used with the selected acoustic coupler design to monitor 
bearing noise on the BMT. 
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2. TECHNICAL DISCUSSION 


Acoustic surveillance of rotating equipment bearings is in general use 
today. Motors and pumps for critical applications are commonly supplied 
with acoustic bearing monitors in place. Application of acoustic surveil- 
lance to the BMT facility to detect incipient failure in the bearings is 
unique only in that the liquid oxygen and its high flow rates provide a 
severe environment in which to detect acoustic noise due to bearing 
damage. 

The detection of bearing noise due to damage or overheating of the bear- 
ings in the BMT would be straightforward except for the fact that the 
liquid oxygen flowing through the bearing assemblies generates noise due 
to turbulence and cavitation. Turbulence noise is usually in a frequency 
range below 100 kHz, while cavitation noise may extend to frequencies as 
high as 1 MHz. Another source of noise is mechanical noise in the 
system — noises from other bearings, valves, actuators, and solenoids. 

These mechanical noises also are in the frequency range below 100 kHz. 

Based on our experience, we decided to concentrate on a frequency range 
for our acoustic monitoring above 100 kHz and below 1 MHz on the 
assumption that most of the information we need would be in that frequency 
range. The solution to the basic problem of turbulent flow lies in the 
selection of a frequency band where the turbulence noise is minimized and 
the bearing damage noise is maximized. Usually the desired frequency band 
lies above 100 kHz and below 1 MHz because turbulent flow noise, being 
related to the flow velocity and the physical dimensions of the mechanical 
components, resides in the lower frequencies below 100 kHz. 

Cavitation, on the other hand, involves the formation and violent collapse 
of tiny vapor bubbles which generate acoustic transients having broad fre- 
quency spectra extending to more than 1 MHz. Cavitation in the BMT could 
be of sufficient intensity to mask the changes in bearing noise we seek to 
detect. The bearing noise signature will change because of a damaged bear- 
ing ball or overheating of the bearing due to general surface damage. 
Initially, the change in bearing noise will be on the order of a few per- 
cent, but as the damage to the bearing accumulates, the noise will increase 
to a few hundred percent of the noise of a normal bearing. Cavitation 
noise, however, may be on the order of 500 to 1000 percent of the normal 
bearing noise. 

It is fortunate that an acoustic bearing monitor detects and identifies 
cavitation because cavitation can be a major source of bearing damage. 
Cavitation can cause erosion and pitting in both the bearing race and the 
bearing balls. The first order of business for the acoustic bearing moni- 
tor would be identification of the conditions of bearing operation under 
which cavitation would occur. The acoustic bearing monitor would be able 
to perform its primary function of detecting bearing damage only when 
cavitation is not present. 
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2 . 1 Initial Design Concepts 


Based on analysis of NASA drawings of the 57-mm bearing materials 
test facility, SwRI considered three possibilities for coupling the acous- 
tic noise from the bearing to the environment outside the BMT housing. 

The first concept was the hooked acoustic emission (AE) coupler waveguide 
which contacted the surface of the side of the outer race of bearing num- 
ber 4 and coupled the sound from that point directly to a sensor mounted 
on the opposite end of the waveguide outside the BMT housing. The second 
concept was to examine the possibility of using the BMT housing itself as 
the acoustic coupler. The drawings indicate that the outer race of the 
bearings is in intimate mechanical contact with the BMT housing through 
the compressed spring washers which are used to set up the preload on the 
side of the bearing. The third concept was that of a straight waveguide 
passing through a counter port or a thermocouple port, but this was 
rejected because there was not enough room for another port to be added. 
Accordingly, SwRI proceeded with development of the hooked AE coupler 
design and evaluation of the BMT housing-mounted sensor. 

2.1.1 Hooked AE Coupler Waveguide 

The hooked AE coupler waveguide design is illustrated in 
Figure 3. The figure shows how the acoustic waveguide is dimensioned and 
shaped so that it will pass through the entry port in the BMT outer hous- 
ing, down through a narrow channel provided by NASA engineering, and then 
with a sharp bend in the tip of the waveguide, come into contact with the 
side of the outer race of bearing number 4. The coupler design itself 
required that the hardness of the acoustic waveguide be tempered to pro- 
vide sufficient spring pressure against the side of the bearing outer 
race. This pressure should be in the neighborhood of 2 to 5 pounds load 
with a small contact point in order to get the contact pressure up to 
5000 psi. When contact pressure is 5000 psi or greater, then adequate 
acoustic coupling exists between the two components. 

The upper section of the hooked AE coupler was designed to 
fit the standard compression fitting. This design was based on the stan- 
dard design for the feedthrough and seal used in the BMT to withstand the 
pressure, the low temperature, and the possibility of ignition due to the 
liquid oxygen environment. The acoustic waveguide diameter is reduced in 
the section that fits inside the BMT because the channel through which the 
acoustic waveguide must pass is narrow and it was necessary to provide 
adequate clearance so there is no possibility of the waveguide coming in 
contact with the sides of the channel. The waveguide then was hardened to 
provide sufficient pressure at the contact point. The contact pressure of 
the acoustic waveguide had to be carefully adjusted to avoid excessive 
preload. The tip of the acoustic waveguide was curved to provide a uni- 
form contact surface between the tip of the waveguide and the side of the 
number 4 bearing race. 
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2.1.2 Housing-Mounted Sensor 

The design concept of mounting the acoustic sensor on the 
outside of the BMT housing was deferred until the opportunity was pre- 
sented for experimental measurements of the noise sources and attenuation 
through the material of the BMT housing. Evaluation of this method could 
not be carried further by simulation or mock-up because the individual 
contact areas and contact pressures between the components are critical, 
and the local noise sources are also important. The problem with mounting 
the acoustic sensor on the outside of the housing is that the sensor is 
exposed to all of the attendant noise sources including the noise from 
other bearings in the housing, noises of solenoids and valve actuation, 
and turbulence and cavitation noises of the flowing liquid in the housing. 
It is entirely possible that these extraneous noise sources would be much 
stronger than the low-level noise which is anticipated from the bearing 
when damage to the bearing first occurs. 

2.2 Onsite Evaluation of the BMT 

In order to have a clear understanding of the mechanism and the 
problems involved with installation of the AE coupler in the BMT housing, 
components of the BMT were examined during a visit to the George 
C. Marshall Space Flight Center. The problems of access to the bearing 
races for the acoustic coupler were discussed with the test engineers and 
with the project monitor. It was determined that adequate space was 
available for the hooked waveguide to reach the outer race of bearing 
number 4. The possibility of alternative access for a straight waveguide 
through a ball pass counter port or a thermocouple port was discussed, but 
it was decided that the hooked waveguide should be implemented. The 
straight acoustic waveguide approach was rejected because there was not 
sufficient room radially around the bearing to add another port similar to 
those used by the ball pass counter and the thermocouple probes. The 
information for design of the feedthrough and the seal was obtained from 
the instrumentation engineer on this visit. 

SwRI also learned on this visit that NASA engineering anticipated 
that high-level turbulence and cavitation may be a problem in the BMT, and 
that it was very important to the test engineering to know if and when and 
under what conditions cavitation would occur. Based on these discussions, 
NASA and SwRI decided to conduct experimental acoustic measurements on the 
BMT when it was in operation in order to determine the actual noise levels 
experienced during the various operating conditions. It was decided then 
to complete the design of the hooked waveguide concept for the acoustic 
coupler and to build an experimental model of this concept for empirical 
evaluation on the BMT. 

2.3 Design of Hooked AE Coupler Waveguide 

The acoustic waveguide was designed with an enlarged body so that 
the coupler could be extended into the cavity of the BMT housing, provid- 
ing support for the contact pressure between the tip of the acoustic 


7 


waveguide and the side of the bearing race. The enlarged body of the 
acoustic coupler fits the standard 1/4-inch diameter feedthrough seal 
assembly used on the BMT. The acoustic coupler total length is 
7.25 inches, and the final 2 inches is reduced to a diameter of 1/8 inch 
and bent to fit through the angled channel and around the corner of the 
bearing carrier so that only the tip of the waveguide comes in contact 
with the side of the bearing number 4 outer race. The acoustic coupler, 
after being bent to shape, is then heat-treated to provide the proper 
stiffness to apply pressure of a minimum of 5000 psi at the contact point. 
The tip of the acoustic waveguide is curved to a 1/16 inch radius so that 
the contact point will be uniform regardless of the angle of contact with 
the side of the bearing race. 

The top end of the acoustic coupler is tapered to a 1 /8-inch 
diameter to match the dimension of the piezoelectric element which forms 
the acoustic sensor at the end of the waveguide. The upper portion of the 
coupler is also threaded so that the assembly of the sensor housing can be 
made to the end of the waveguide. Details of the acoustic emission sensor 
assembly mounted on the end of the waveguide are illustrated in Figure 4. 



Figure 4. A Cross-Sectional View of the Acoustic Emission 
Sensor on the Hooked Acoustic Coupler. The standard 
coaxial cable connector provides both mechanical contact 
and electrical contact for the piezoelectric element which 
rests atop the tapered end of the threaded portion of the 
acoustic coupler. 
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A standard BNC connector provides electrical connections to the acoustic 
sensor. The sensor is mechanically coupled to the waveguide tip by a 
spring-loading mechanism with spring pressure applied through the contact 
point of the BNC connector. Acoustic coupling between the sensor element 
and the waveguide tip is provided by low-temperature silicon grease. 

The sensor design is capable of operating over a wide temperature 
range. Since the BHT housing itself will be at or near liquid oxygen 
temperature, it is assumed that the acoustic waveguide will be at a very 
low temperature as well. 

Design sketches for the hooked AE coupler waveguide are included in 
Appendix A. 

2.4 Evaluation of Hooked AE Coupler Waveguide 

The sensitivity and frequency response of the hooked waveguide acous- 
tic coupler design were evaluated by comparison with a commercially avail- 
able broadband acoustic emission sensor. The acoustic source used for 
this evaluation was a 0.5-mm pencil lead break on a 10-inch thick steel 
block. The instrumentation system used for the evaluation and analysis of 
the acoustic waveguide is shown in Figure 5. Both the acoustic coupler 
and the commercial acoustic emission broadband sensor were placed in con- 
tact with the steel block. The commercial sensor used standard acoustic 
emission couplant, which is a viscous fluid, while the acoustic waveguide 
coupler used only the contact pressure. Contact pressure on the acoustic 
coupler was adjusted to 2 to 5 pounds to represent that which would be 
required on the BMT. Signals from the acoustic coupler and the broadband 



Figure 5. Block Diagram of the Acoustic Coupler Analysis 
Setup. The 0.5-mm Pentel pencil lead breaking on the 
surface of the steel block provides an impulsive acoustic 
source for analysis of the coupler sensitivity and 
frequency response. 
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sensor were passed through a preamplifier and then into the transient 
recorder where the waveform from each was digitally recorded. Digitized 
waveforms were then subjected to Fourier analysis to determine the fre- 
quency spectrum. 

Figure 6 is an illustration of the recorded waveform from the AE 
coupler. The initial impulse of the breaking pencil lead is illustrated 
by the first very sharp transition of the signal amplitude. In this case, 
it reaches a maximum amplitude in the negative direction. Vertical dis- 
placements of the surface of the seal block are coupled through the acous- 
tic waveguide AE coupler to the sensor. The coupler design and the small 
sensor dimensions (1/8 inch diameter by 0.076 inch thick) reduce the sen- 
sitivity at frequencies below 100 kHz, but provide a broadband frequency 
response from 100 kHz up to about 800 kHz. This frequency response is 
illustrated in Figure 7. For comparison purposes, the analog waveform and 
frequency response of a commercially available AE sensor were also taken. 
The analog waveform for this commercial sensor is shown in Figure 8. The 
duration of the initial impulse in this figure indicates that the band- 
width of the commercially available sensor is narrower than that of the AE 
coupler designed for the BMT. This is supported by the frequency response 
shown in Figure 9. In this frequency response, there is a strong peak in 
the neighborhood of 200 kHz, with the primary high sensitivity regions 
between 100 and 300 kHz. 

In comparing Figure 6 and Figure 8, the amplitude sensitivity of the 
AE coupler is approximately one order of magnitude or 10 times greater 
than that of the commercially available broadband sensor. A laboratory 
analysis of the sensitivity and the frequency response of the AE coupler 
showed that it has the proper frequency range, that is, from 100 kHz to 
800 kHz, and it has adequate sensitivity to detect the noise in the bear- 
ings in the BMT. The working model of this design concept was taken to 
the NASA facility at the George C. Marshall Space Flight Center and fitted 
to the BMT in preparation for testing during operation of the BMT. As a 
part of this preparation, the design was also submitted to the test engi- 
neering section at the NASA facility for evaluation of the impact of the 
AE coupler on the operation of the BMT and assessment of the adequacy of 
the acoustic coupler design to withstand the turbulence and flow condi- 
tions in the cavity of the BMT. NASA test engineering concluded that the 
acoustic waveguide, being in the high flow and high turbulence region in 
the BMT cavity, would be subjected to severe vibrations which could pos- 
sibly cause the tip of the waveguide to break off. Testing of the AE 
coupler on the BMT was not permitted because of the possibility of damage 
to the BMT. 

2.5 Alternative Design Concept 

Since the hooked AE coupler could not be tolerated extending into 
the liquid oxygen flow, SwRI was asked to proceed with the alternative 
design concept of a straight acoustic coupler which would be inserted into 
an existing ball pass counter port or a thermocouple port. The resulting 
AE coupler design is shown in Figure 10. 
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Figure 6. Time Domain Presentation of the Lead Break Signal 
from the SwRI Acoustic Coupler Output. The initial high- 
amplitude, negative-going portion of this waveform represents 
the impulsive surface displacement caused by the pencil lead 
break. The time duration represented by this waveform is 
256 microseconds, and the vertical scale is in percentage of 
the maximum amplitude. 


FIEQUEMCT DOMAIN DATA IMA6I 



FREQ. INTERVAL = 3WJS 
MAX VALUE = .21* 


Figure 7. Frequency Response of the SwRI Acoustic Coupler. 
The magnitude of the frequency response over a range of 0 to 
1 MHz is shown in this logarithmic presentation. 
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Figure 8. Time Domain Presentation of a Lead 
Break Signal from a Commercially Available 
Broadband Acoustic Sensor. The time base 
displayed is 256 microseconds, and the ampli- 
tude vertical scale is in percentage of the 
maximum value. 
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Figure 9. Frequency Response of a Commercially 
Available Acoustic Emission Sensor. The fre- 
quency range displayed is 0 to 1 MHz , and the 
vertical scale is logarithmic magnitude rela- 
tive to the maximum value. 
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Figure 10. The Straight-Through Acoustic Coupler Assembly. 
This assembly is designed for insertion in the ball pass 
counter port or the thermocouple port. 
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The straight AE coupler design is more complicated than the hooked 
waveguide coupler design because the feedthrough and seal assembly must 
make provisions for applying a constant load onto the acoustic coupler rod 
and maintaining constant acoustic contact between the piezoelectric 
element and the top of the acoustic coupler rod. This is accomplished by 
placing both the sensor and the acoustic coupler rod inside the pressure 
boundary of the BMT housing. The electrical connection to the coaxial 
cable connector at the top of the assembly is made through a solid rod 
which passes through the packing gland. This provides adjustment of the 
mechanical force which is applied through a compression spring to the 
piezoelectric sensing element and the anvil between the sensing element 
and the coupler rod, and to hold the rod in contact with the bearing sur- 
face. This design will maintain a constant contact pressure between the 
rod and the bearing surface over a wide range of temperatures. 

In the feedthrough housing, the anvil guide, a Teflon tube, provides 
electrical insulation and acoustic isolation for the piezoelectric sensing 
element. Further acoustic isolation is provided by the rod guide, which 
prevents direct contact between the coupler rod and the narrow channel 
between the feedthrough and the bearing surface. The overall coupler 
design is made so that it can be used in either the ball pass counter 
probe ports or the thermocouple probe ports. Since this design uses the 
same acoustic emission sensor as used in the hooked coupler design, it may 
be assumed that the sensitivity and frequency response characteristics of 
this new design will be similar to those measured on the hooked design. 

Design sketches for the straight-through AE coupler waveguide are 
included in Appendix B. 
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3 . CONCLUSIONS 


Evaluation of three different design concepts for the acoustic coupler to 
be used on the bearing materials test facility led to the selection of a 
straight-through acoustic coupler which could be used in existing thermo- 
couple or ball pass counter ports. The concept of using an acoustic sen- 
sor on the outside of the BMT housing to detect the sound transmitted from 
the bearing through the housing to the sensor was rejected because our 
analysis of this configuration indicated a strong likelihood that noises 
from extraneous sources such as turbulence, cavitation, and mechanical 
noises would prevent the detection of low-level noises due to damage of 
the bearing components. It was concluded that the hooked waveguide con- 
cept was not satisfactory on the basis of analysis by NASA test engineer- 
ing which indicated that the acoustic coupler rod would vibrate and 
possibly bend or break in the high-level turbulence of the liquid oxygen 
in the BMT cavity. This engineering analysis concluded that the coupler 
should not be exposed directly to the flow of the liquid oxygen coolant. 
Therefore, the straight-through acoustic coupler designed to use existing 
thermocouple or ball pass counter ports was selected because this design 
can be applied to all four bearings in the 57-mm bearing materials tester 
and, in addition, the coupler will be protected from the coolant flow 
turbulence by the closed channel of the access port through the BMT 
housing to the outer surface of the bearing race. 



4. RECOMMENDATIONS 


It is recommended that Phase II of the program be implemented to evaluate 
the straight-through acoustic coupler which is designed to fit into the 
ball pass counter or thermocouple ports in the BMT. A minimum of two 
prototype AE couplers of this design should be fabricated for test and 
evaluation. Laboratory measurements should be made to verify the sensi- 
tivity and frequency response of the straight-through AE coupler design, 
but it is most important to evaluate this coupler design on the operating 
BMT facility. 

It is of utmost importance to determine experimentally the noise levels 
involved in three particular conditions. The first is normal bearing 
operation under normal loads. The second is normal bearing operation 
under conditions of high turbulent flow of the liquid oxygen coolant. 

The third is normal bearing operation under conditions which cause 
cavitation of the coolant in the bearing housing. 

Analysis of cavitation of the coolant is important for two reasons. 

First, the noise due to cavitation bubble formation and collapse produces 
a very broad-spectrum, high-amplitude noise which could mask or be con- 
fused with the noise of damage to the bearing. Second, cavitation can 
actually cause erosion and damage of the material if it occurs near the 
surface of the bearing race or the bearing balls. 

The instrumentation setup recommended for use in the Phase II analysis of 
the acoustic coupler is shown in Figure 11. This block diagram illus- 
trates the principal components of the acoustic coupler attached to the 
bearing tester and connected directly to the preamplifier which is located 



CHART 


Figure 11. Block Diagram of the Acoustic Coupler Test 
Setup. This test setup is recommended for evaluation 
of the acoustic coupler on the bearing materials test 
facility to determine the character of noise under both 
normal and adverse operating conditions. 
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at the site of the bearing tester and within a few feet of the acoustic 
coupler. The preamplifier should have an amplification of approximately 
20 dB and should be capable of driving the long cable from the bearing 
tester location to the data analysis facility, which is more than 
1000 feet away. At the analysis facility, the output from the pre- 
amplifier can be divided between oscilloscope, spectrum analyzer, RMS 
voltage meter, and strip chart recorder. These instruments provide a 
real-time response for direct analysis, and their outputs may also be 
recorded for subsequent, more detailed analysis. The spectrum analyzer 
shown in Figure 11 may be replaced by a transient recorder which can be 
used to record specific waveforms, for example, the burst from cavitation 
or from acoustic emission signals produced by damage in a bearing com- 
ponent. The waveforms recorded on the transient recorder can then be used 
to obtain the spectrum analysis of the signals off-line by means of 
Fourier analysis. 

Standard acoustic emission type instrumentation is not recommended for - 
application on the BMT for this phase of the program because it is most 
important at this stage to analyze the character of the background noise 
associated with the BMT; that is, the noise of the flow conditions, the 
possibility of cavitation, and other extraneous noise sources. Thus, it 
is necessary at this stage to employ standard laboratory analysis type 
instrumentation. Once the character of the noise is known, then a par- 
ticular acoustic emission instrument type or other electronic instrumen- 
tation can be specified to provide an early warning of incipient bearing 
failure in the BMT. 

The recommended objective for Phase II is as follows: Fabricate two 

working models of the selected acoustic coupler design concept. Using 
this coupler design, record and evaluate the noise from the 57-mm bearing 
materials test facility during both simulated and actual bearing test 
operations. These bearing tests, performed for the purpose of evaluating 
the acoustic coupler, should be conducted using liquid nitrogen as the 
lubricant and coolant in order that actual damaged bearings can be 
operated safely in the tester. 
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ABSTRACT 


Bearings in liquid-oxygen turbopumps are cooled and lubri- 
cated by the liquid oxygen. It is imperative that damaged 
bearings, which generate heat, not reach kindling tempera- 
ture because of the volatility of the oxygen. Acoustic 
monitoring of bearings , a method widely used to detect bear- 
ing failure under less exotic operating conditions, was 
considered for turbopunrp bearing monitoring. Results of 
recent tests of a prototype acoustic emission (AE) coupler 
on the Marshall Space Flight Center's Bearing Materials 
Test (BMT) Facility indicate that acoustic monitoring can 
be performed in the high-noise, cryogenic environment of 
the BMT. This paper reviews the development of two proto- 
type AE coupler mechanisms and presents test results on 
the selected design. 


ORfG'MAl PAGE fS 
OF POOR QUALITY 


1. INTRODUCTION 


Acoustic surveillance of rotating element bearings goes back, to the 
time when man first learned that if he stopped and greased the squeak- 
ing wheel on his wagon, the axle and the hub would not catch fire. The 
problems now being experienced with rocket-engine turbopump bearings 
have taken us full circle. Now it is the liquid oxygen that ignites 
the exotic steels in the turbopump bearings when a bearing begins to 
fail. There is little resemblance between the exotic device illus- 
trated in Figure 1 and the hub of a wheel on a prairie schooner, but 
the problem is the same. Friction produces heat, and heat in the pres- 
ence of fuel and oxygen causes fire. 


In response to the problem, the National Aeronautics and Space Adminis- 
tration (NASA) instigated a project aimed at development of an acoustic 
method of detecting incipient failure in the bearings of the NASA bear- 
ing materials tester (BMT). The goal was to obtain sufficient warning 
to prevent overheating to the point of ignition of the steel in the 
bearings by combination with the liquid oxygen. The NASA facility 



Figure 1. Bearing Materials Tester Mounted on a Test 
Stand for a Bearing Test 


tester tests new materials and new bearing designs for the bearings of 
turbopumps used to supply liquid oxygen and fuel to rocket engines. 
Success in this project will lead to development of a bearing monitor 
for rocket-engine turbopumps. 

The turbopumps and the BMT use liquid oxygen as both a lubricant and a 
coolant for the bearings. In order to provide cooling and lubrica- 
tion, the liquid oxygen is pumped through the bearing assemblies at a 
pressure of up to 500 psi. This environment provides severe operating 
conditions for the bearings as well as for acoustic surveillance of 
the bearings. 

Design concepts were evaluated for mechanisms capable of coupling the 
acoustic noise from the bearings in the BMT to an externally mounted 
acoustic sensor. Figure 2, a cross-sectional view of the BMT, shows 
the location of the shaft and the bearings and illustrates the problem 
of access to the bearing race through the housing and the bearing 
carrier. 

The design concept first developed was an acoustic coupler for the 
57-mm bearing test facility using an access port located adjacent to 
the No. 4 bearing. The channel from the access port to the outer race 
of the No. 4 bearing was narrow and angled from the access port into 
the bearing. This required the design of an acoustic waveguide with a 



Figure 2. A Cross-Sectional View of the 3earing 
Materials Tester Showing the Shaft and the Loca- 
tion of the Four Bearings. and Their Carriers 


bend and then a sharp hook at the end of it, as illustrated in Figure 3. 
One inherent problem with this design was that noise from sources such 
as turbulent flow of the liquid oxygen and possible cavitation of the 
liquid oxygen could mask the low-level signals from a damaged bearing. 

A secondary problem was with the designated access port. The acoustic 
waveguide had to pass through the stream of oxygen flow, unshielded, on 
its way from the outer housing of the BMT to contact the race of the 
No. 4 bearing. This exposure to the flow of the liquid oxygen and, in 
particular, the turbulence in the area could lead to vibrations and per- 
haps even liftoff of the contact point of the acoustic coupler. Either 
of these effects would interfere with the detection of noise from the 
bearing. The hooked waveguide design concept was, therefore, rejected 
in favor of a straight-through design that contacted the outer bearing 
race through a thermocouple port or a ball-pass counter port. 



Figure 3. Prototype 1, the hooked acoustic coupler. 

The coupler is shown installed in the bearing materials 
tester. The small end of the coupler is in contact with 
the outer race of the No. 4 t bearing. 



This paper briefly reviews the techniques of acoustic bearing monitor- 
ing, discusses the acoustic coupler design selection, and presents 
experimental results obtained with the selected straight-through cou- 
pler design from bearing test runs on the BMT. 


2. TECHNICAL DISCUSSION 

Acoustic surveillance of rotating equipment bearings is in general use 
today. Motors and pumps for critical applications are commonly sup- 
plied with acoustic bearing monitors in place. Application of acoustic 
surveillance to turbopump bearings and to the BMT facility to detect 
incipient failure in the bearings is unique only in that the liquid oxy- 
gen and its high flow rates provide a severe environment in which to 
detect acoustic noise due to bearing damage. 

The detection of bearing noise due to damage or overheating of the bear- 
ings in the BMT would be straightforward except for the fact that the 
liquid oxygen flowing through the bearing assemblies generates noise 
due to turbulence and cavitation. Turbulence noise is usually in a fre- 
quency range below 100 kHz while cavitation noise may extend to frequen- 
cies as high as 1 MHz. Another source of noise is mechanical noise in 
the system; that is, noises from other bearings, valves, actuators, and 
solenoids. These mechanical noises also are in the frequency range 
below 100 kHz. 

Based on our experience, the project team selected a frequency range 
for acoustic monitoring of 200 kHz to 1 MHz on the assumption that most 
of the necessary information would be in that frequency range. The 
solution to the basic problem of turbulent flow noise lies in the selec- 
tion of a frequency band where the turbulence noise is minimized and 
the bearing damage noise is maximized. Usually the desired frequency 
band lies above 100 kHz and below 1 MHz because turbulent flow noise, 
being related to the flow velocity and the physical dimensions of the 
mechanical components, resides in the lower frequencies below 100 kHz. 

Cavitation, on the other hand, involves the formation and violent col- 
lapse of tiny vapor bubbles, which generate acoustic transients having 
a broad frequency spectra extending to more than 1 MHz. Cavitation in 
the BMT could be of sufficient intensity to mask the changes in bearing 
noise being sought. The bearing noise signature will change because of 
a damaged bearing ball or overheating of the bearing due to general sur- 
face damage. Initially, the change in bearing noise will be on the 
order of a few percent; but as the damage to the bearing accumulates, 
the noise will increase to a few hundred percent of the noise of a nor- 
mal bearing. Cavitation noise, however, may be on the order of 500 to 
1000 percent of the normal bearing noise. 

It is fortunate that an acoustic bearing monitor can detect and iden- 
tify cavitation because cavitation can cause erosion and pitting in 
both the bearing race and the bearing balls. 



Initial Design Concepts 


Three possibilities were considered for coupling the acoustic noise from 
the bearing to the environment outside the BMT housing. The first con- 
cept was to use the BMT housing itself as the acoustic coupler, since 
the outer race of the bearings was in intimate mechanical contact with 
the BMT housing. The second concept was the hooked acoustic emission 
(AE) coupler waveguide, which contacted the surface of the side of the 
outer race of bearing No. 4. It then would couple the sound from that 
point directly to a sensor mounted on the opposite end of the waveguide 
outside the BMT housing. The third concept was that of a straight wave- 
guide passing through a ball-pass counter port or a thermocouple port. 

Housing-Mounted Sensor . The design concept of mounting the acoustic 
sensor on the outside of the BMT housing was rejected because the indi- 
vidual bearings could not be identified and because the sensor would be 
exposed to all of the attendant noise sources including the noise from 
other bearings in the housing, noises of solenoids and valve actuation, 
and turbulence and cavitation noises of the flowing liquid in the 
housing. 

Hooked AE Coupler Waveguide . The hooked AE coupler waveguide design is 
illustrated in Figure 3. The enlarged body of the acoustic coupler fit 
the standard 1 /4-inch diameter feedthrough seal assembly used on the 
BMT. The coupler's total length was 7.25 inches, with the final 
2 inches reduced to a diameter of 1/8 inch and bent to fit through the 
angled channel and around the corner of the bearing carrier. Then only 
the tip of the waveguide came in contact with the side of the bearing 
No. 4 outer race. 

After being bent to shape, the coupler was heat-treated for proper 
stiffness to apply pressure of a minimum of 5000 psi at the contact 
point. The tip of the acoustic waveguide was machined to a 1 /16-inch 
radius for uniform contact with the side of the bearing race. Details 
of the acoustic emission sensor assembly mounted on the end of the wave- 
guide are illustrated in Figure 4. The sensor was acoustically coupled 
by low-temperature silicon grease and mechanically coupled to the wave- 
guide tip by a spring-loading mechanism through the contact point of 
the BNC connector. 

The working model of this design concept was fitted to the BMT, and the 
design was submitted to the test engineering section at the NASA facil- 
ity for (1) evaluation of the impact of the AE coupler on the operation 
of the BMT and (2) assessment of the adequacy of the acoustic coupler 
design to withstand the turbulence and flow conditions in the cavity of 
the BMT. NASA test engineering concluded that the acoustic waveguide, 
being in the high flow and high turbulence region in the BMT cavity, 
would be subjected to severe vibrations which could possibly cause the 
tip of the waveguide to break off. Testing of the hooked AE coupler on 
the BMT was not permitted because of the possibility of damage to the 
3MT. 



Figure 4. A cross-sectional view of the acoustic 
emission sensor on the hooked acoustic coupler. 

The standard coaxial cable connector provides both 
mechanical and electrical contact for the piezo- 
electric element placed on top of the tapered end 
of the threaded portion of the acoustic coupler. 


Straight-Through Acoustic Coupler 

Since the hooked AE coupler extending into the liquid oxygen flow could 
not be tolerated, the alternative design concept, a straight-through 
acoustic coupler for insertion into an existing ball-pass counter port 
or a thermocouple port, was implemented. The resulting AE coupler 
design is shown in Figure 5. ■ This design was not developed initially 
because it would displace a thermocouple or ball-pass probe or require 
additional ports in the BMT . 

The straight AE coupler design is more complicated than the hooked 
waveguide coupler design because the feedthrough and seal assembly must 
provide for (1) applying a constant load onto the acoustic coupler rod 
and (2) maintaining constant acoustic contact between the piezoelectric 
element and the top of the acoustic coupler rod. These are accomplished 
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Figure 5. The second prototype, a straight- 
through acoustic coupler assembly. This 
assembly is designed for insertion in the ball- 
pass counter port or the thermocouple port. 



by placing both the sensor and the acoustic coupler rod inside the 
pressure boundary of the BMT housing. The electrical connection to the 
coaxial cable connector at the top of the assembly is made through a 
solid rod passing through the packing gland. The assembly provides 
adjustment of the mechanical force, which is applied by a compression 
spring through the piezoelectric sensing element to hold the rod in con- 
tact with the bearing surface. The design provides for a constant con- 
tact pressure between the rod and the bearing surface over a wide range 
of temperatures. 

In the feedthrough housing, the anvil guide (a teflon tube) offers elec- 
trical insulation and acoustic isolation for the piezoelectric sensing 
element. Further acoustic isolation is given by the rod guide, which 
prevents direct contact between the coupler rod and the narrow channel 
between the feedthrough and the bearing surface. The overall coupler 
design is made so that it can be used in either the ball-pass counter 
probe ports or the thermocouple probe ports. It also uses the same AE 
sensor that was used in the hooked coupler design. 


3. EVALUATION OF ACOUSTIC COUPLER 

Evaluation of the final prototype acoustic coupler design was conducted 
on the BMT during the first full-speed test of a new test module built 
for investigation of bearing failure mechanisms. As this BMT was 
designed for operation with liquid nitrogen in place of liquid oxygen, 
it is possible to safely operate with damaged bearings. 

This section describes the test setup, instrumentation for evaluation 
of the acoustic coupler, and analysis of the results from BMT test 
No. 3. 

Test Setup 

The straight-through acoustic coupler design was evaluated on the BMT 
in September 1985. The evaluation was carried out on test No. 3 of the 
BMT, as shown set up in Figure 6. The acoustic coupler installed in 
port No. 29 is indicated on the lower left corner of the photograph. 
Port No. 29 is a thermocouple port on bearing No. 3. The preamplifier 
for the acoustic coupler was mounted nearby, but away from the tester 
a sufficient distance to avoid the cold and frosting conditions that 
occur during the testing. The acoustic signal output from the pream- 
plifier was then connected into the test-stand instrumentation cabling 
leading to the data acquisition station 1200 feet away. The preampli- 
fier was battery powered in order to isolate the preamplifier circuit 
from the possibility of ground currents in the test-stand power-supply 
system. The 12-volt battery was sufficient to power the preamplifier 
continuously for up to 20 hours. The acoustic coupler was installed 
so that contact pressure of 2 to 5 pounds was provided between the 
acoustic coupler tip and the outer race of the No. 3 bearing. 
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.Figure 6. Bearing Materials Tester Showing Installed AE Coupler in 
Port No. 29 at Bearing No. 3 


Instrumentation 


A block diagram of the AE coupler instrumentation at the data acquisi- 
tion station is shown in Figure 7. The signals from the acoustic sen- 
sor were coupled to the input of the preamplifier, which provided 
22 dB of gain, and included a bandpass filter for a frequency range 
from 200 kHz to 1 MHz. The preamplifier had sufficient power to drive 
the 1200 feet of coaxial cable between the test stand and the data 
acquisition station. 

In the data acquisition station, two amplifiers, an HP-465A and an 
HP-461A, were connected to the signal cable from the preamplifier. The 
HP-461A preamplifier was set to a gain of 20 dB, and its output was con- 
nected to the MSFC data acquisition system. There the signals from the 
acoustic coupler were digitized and recorded in the standard MSFC data 
format. The HP-465A amplifier was also set to 20 dB gain, and its out- 
put was connected to SwRI instruments consisting of an HP-34Q0C RMS 
voltmeter and a Nicolet 204 a digital oscilloscope. The RMS voltmeter 
provided a continuous output level -indication of the full bandwidth 



from the acoustic coupler through the preamplifier. The Nicolet digi- 
tal oscilloscope was used to record waveforms on a floppy disk wave- 
forms at intervals throughout the test. 

During the Initial instrumentation setup and checkout, the final ampli- 
fier (HP-465, HP-461) gain at the data acquisition station was initially 
set to 40 dB; however, it was found after the test series was initiated 
that the optimum setting for the gain of these final amplifiers was 
20 dB. In this configuration, as shown in Figure 7, 42 dB was gained 
overall between the acoustic sensor in the AE coupler and the instrumen- 
tation. At the total gain of 42 dB, the maximum amplitude of the sigr 
nals recorded throughout the test did not exceed 2 volts peak to peak. 
This instrumentation setup was then used to monitor the response of the 
acoustic coupler during test No. 3 of the BMT. 

The response of the coupler as indicated by the RMS voltmeter is 
recorded chronologically in Figure 8. This test was interesting because 
it involved three startups and shutdowns. In the initial two startups, 
the BMT was turned up to more than 18,000 rpm* The final stage of the 
test of the BMT was run at 30,000 rpm for more than 2 minutes. 

Referring to Figure 8, the initiation of the test at 11:05 on Septem- 
ber 19 shows the response of the acoustic coupler as the chilldown of 
the tester began. Chilldown involved venting liquid nitrogen through 
the BMT at a lowered volume in order to cool the tester to near the 
liquid nitrogen temperature. This was done in preparation for the full 
flow, established when the BMT shaft begins to turn. The BMT consisted 
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Figure 7. Block Diagram of Instrumentation Used to Evaluate the AE 
Coupler at the Marshall Space Flight Center 
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Figure 3. Response of the AE Coupler During the BMT Test of September 17, 1985 





primarily of a shaft and four bearings turned by a diesel engine through 
a hydraulic transmission. 

The stages of the test consisted of chilldown, engine start, engagement 
of the bearing shaft, and then increase in rpm of the bearing shaft 
until the desired speed was reached. Figure 8 shows that the RMS out- 
put level Increased rather steadily as the chilldown progressed. This 
was thought to be due to liquid nitrogen boiling in the BMT. Immedi- 
ately after the fast chilldown was completed and the rate of cooling 
reduced, the noise level fell to approximately the same level as at 
the beginning of the test. 

The next event in the test was the raising of the nitrogen pressure to 
100 psi; that is, to establish an initial flow condition through the 
BMT so that the engine could be started and the bearing shaft engaged 
for rotation* A considerable Increase in the RMS level was noted as 
the diesel was started. This level dropped significantly, however, 
when the gear was engaged, and increased again when the flow of liquid 
nitrogen was increased to the full flow condition required for the test. 
When the BMT shaft was turned up to 18,370 rpm, the noise level 
increased only slightly, indicating that the mechanical noise associ- 
ated with the normal rotation of the bearing shaft was only a small por- 
tion of the total background noise. The sources of background noise 
were the mechanical noise coming from the diesel engine, noise from the 
hydraulic transmission, and noise from the nitrogen flow. 

The second startup of the BMT occurred at 1340 hours, and its record 
illustrated the repeatability at 18,000 rpm as the RMS amplitude of the 
noise was approximately the same as that of the Initial startup. The 
final test started shortly before 1400 hours. During this test, the 
shaft speed of the BMT was increased to the full test speed of 
30,000 rpm. The noise level in the at-flow condition and the noise 
level at full rpm differed by about 10 percent. This again points out 
that the mechanical noise associated with turning the bearing shaft is 
small compared to the other noise sources in the bearing tester. Those 
noise sources are from the flow, engine, and transmission. At the end 
of this test when the BMT was shut down, the noise level increased about 
20 percent. This increase was not understood; however, it is assumed to 
be a result of instabilities in the mechanical components as well as an 
increase in turbulence in the flow as the liquid nitrogen was throttled. 

The acoustic coupler and its preamplifier remained at the test site for 
subsequent BMT tests during which the output from the coupler was 
recorded on the MSFC data acquisition system. Figure 9 illustrates the 
record from a portion of test No. 6, conducted on November 3. This rec- 
ord indicates that (1) the noise level recorded by the MSFC data acqui- 
sition system is similar to that recorded with SwRI instrumentation and 
(2) the noise level from bearing No. 3 does not change appreciably from 
test to test. Another encouraging report feature is that the noise 
level throughout the test was sufficiently uniform so that a change of 






only a few percent In the average noise level could be detected. This 
means that a small increase in noise due to roughness of the bearing 
could be detected during a bearing test. 

Analysis of Data from Test No. 3 

The coupler data digitized on floppy disk by the Nicolet 204A digital 
oscilloscope were subsequently analyzed in order to evaluate the fre— 
quency response throughout the test. A standard waveform analysis pack"* 
age was used to perform the fast Fourier transformation on the recorded 
waveforms and also to reproduce the time-domain waveform. Figure 10 
illustrates the frequency-domain and time-domain data from the post-test 
calibration check on the acoustic coupler. 

This calibration check consisted of a sharp impulsive signal generated 
by a 0.5-mm pencil-lead break (Hsu-Nielsen source). While the ampli- 
tude of this signal input is very small compared to the continuous 
noise generated by the BMT, it does provide a broad spectrum signal and 
a reasonably uniform signal amplitude for verifying the proper function 
of the acoustic coupler and the preamplifier. The signal indicated in 
Figure 10 had a maximum peak— to— peak amplitude of 83 mV, and the fre- 
quency response extended to a little above 700 kHz with one dip in the 
spectrum at about 350 kHz. The lower end of this frequency- domain plot 
shows the effect of the high-pass filter in the preamplifier, which is 
set at a cutoff frequency of 200 kHz. 

In Figure 11, the frequency- and time-domain data are shown for a wave- 
form segment recorded at full coolant flow, but prior to beginning of 
the shaft rotation. The primary response was slightly above 200 kHz, 
and the response of the flow noise above 300 kHz was very low. This 
indicates that (1) the noise was primarily due to turbulence in the 
flow and (2) no evidence of cavitation was indicated in the flow. As 
shown on the figure, the record was taken with a final amplifier gain 
of 40 dB. This was immediately prior to reducing the gain to 20 dB for 
the remainder of the test. At 40 dB, the maximum amplitude indicated 
here was 5.59 volts. When we rescaled to correspond to a 20— dB gain, 
this maxi amplitude would reduce to 0.559 volt. 

Figure 12 shows the change in amplitude and spectrum regarding 
frequency— domain and time— domain data when the tester was turned to its 
full 30,000 rpm. Interestingly, the maximum signal amplitude increased 
to only 0.616 volt compared to 0.559 under the full flow condition. 

The frequency— domain data indicated that the noise in the higher fre- 
quency region had increased slightly in proportion to the noise In the 
200-kHz turbulence peak; however, there was still no indication of the 
possibility of cavitation in the flow. Additionally, no indication 
appeared of continuous high-frequency noise which would be associated 
with a damaged or roughened bearing. 
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Figure 10. Frequency Spectrum and Waveform of the Post-Test 
Calibration Check on the AE Coupler 
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Figure 11. Frequency Spectrum and Waveform from Liquid Nitrogen 
Flow of Test No. 3 
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Figure 12. Frequency Spectrum and Waveform of the Acoustic 
Coupler Response During Shutdown from Test No. 3 


Data recorded during the shutdown sequence and presented in Figure 13 
showed a high increase in the amplitude and the presence of high- 
frequency components in the frequency-domain data. The time-domain 
data indicated that the peak-to-peak amplitude increased by more than 
a factor of 2; and the frequency-domain data indicated that very high- 
frequency components, particularly above 600 kHz, were present that 
were not noticed before. The high-frequency components could be indic- 
ative of cavitation during the shutdown sequence or a change in mechan- 
ical noise when the load on the transmission was reversed. This condi- 
tion was particularly difficult to explain, since it did not appear on 
the data recorded from subsequent tests. 

The visual examination of all four bearings following test No. 3 indi- 
cated that no noticeable bearing damage occurred on any of the four 
bearings during this test. During subsequent tests, visible damage was 
reported on bearing No. 2. The analysis of the acoustic coupler 
response from the subsequent tests, however, did not indicate an 
increase in the noise level. This is encouraging because the acoustic 
coupler mounted on bearing No. 3 should not detect noise from bearing 
No. 2. 

Analysis of data recorded from test No. 3 and a comparison with data 
recorded by the MSFC data acquisition system indicated that the acous- 
tic coupler as tested was operating in a frequency range where it would 
be possible to detect an increase in noise due to wear or damage to a 
bearing. In addition, the acoustic coupler clearly was able to with- 
stand the cryogenic temperatures and mechanical vibrations associated 
with the BMT, since it performed satisfactorily on several consecutive 
test runs of the BMT. 
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Figure 13. Frequency Spectrum and Waveform of the Acoustic 
Coupler Response During Shutdown from Test No. 3 


Figure 14 illustrates the condition of the BMT immediately following 
test run No. 3. The preamplifier was mounted a sufficient distance 
away from the BMT to avoid the cold and frost that occur directly on 
the BMT. The acoustic coupler was subjected to the cold and frost, but 
this did not caused deterioration of the acoustic coupler response. 

In summary, the testing of the acoustic coupler on the BMT at Marshall 
Space Flight Center was successful. It demonstrated that the acoustic 
coupler design was within the nominal operating range. 


4. CONCLUSIONS AND RECOMMENDATIONS 

From the results of laboratory tests and tests on the BMT at the Mar- 
shall Space Flight Center, the acoustic coupler design proved to be 
satisfactory for monitoring the cryogenic bearings during testing on 
the BMT. Further, the design of the acoustic coupler, its frequency 
range of detection, the dynamic noise range, and the selected gain of 
the amplifier were such that the detection of increased bearing noise 
due to worn or damaged bearings was possible. No conclusion can be 
reached about the effect of cavitation, since cavitation was not 
detected during these tests; however, it may be assumed that cavitation 
would override the mechanical noise from the bearings and prevent the 
possibility of detecting bearing damage. Since this Initial test of 
the prototype acoustic coupler was successful, we recommend that acous- 
tic couplers be installed on all four bearings in the BMT so that direct 
comparisons can be made among them. This comparison will allow us to 
fully evaluate the sensitivity of the acoustic coupler for detection of 
bearing damage. 
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